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Abstract
Background. In radiotherapy, Monte Carlo (MC) methods are considered a gold stan-
dard to calculate accurate dose distributions, particularly in heterogeneous tissues. 
EURADOS organized an international comparison with six participants applying differ-
ent MC models to a real medical linear accelerator and to one homogeneous and four 
heterogeneous dosimetric phantoms. 
Aims. The aim of this exercise was to identify, by comparison of different MC models 
with a complete experimental dataset, critical aspects useful for MC users to build and 
calibrate a simulation and perform a dosimetric analysis.
Results. Results show on average a good agreement between simulated and experimen-
tal data. However, some significant differences have been observed especially in pres-
ence of heterogeneities. Moreover, the results are critically dependent on the different 
choices of the initial electron source parameters. 
Conclusions. This intercomparison allowed the participants to identify some critical 
issues in MC modelling of a medical linear accelerator. Therefore, the complete experi-
mental dataset assembled for this intercomparison will be available to all the MC users, 
thus providing them an opportunity to build and calibrate a model for a real medical 
linear accelerator. 
INTRODUCTION
Monte Carlo (MC) radiation transport simulations 
have been used extensively for benchmarking photon 
dose calculations in modern radiotherapy [1]. The pri-
mary drawback of many commercial treatment planning 
systems (TPSs) is that they do not adequately model 
electron transport so that they produce significant er-
rors near interfaces of low- or high-density inhomogene-
ity such as lung and bone [2, 3]. The magnitude of errors 
in the calculated dose distributions depends on photon 
energy, field size and the dose calculation point [4-7]. 
It is well known that MC simulation of radiation trans-
port is currently the most accurate means of predicting 
dose in complicated geometries [8] and an independent 
MC simulation can be used to validate commercial TPS. 
The major shortcoming of the MC method is that it is 
inherently a computationally intensive method. How-
ever, with the development of computer technology 
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and variance reduction techniques, the MC method is 
becoming also a practical approach for accurate radio-
therapy applications. Comparisons of MC simulations 
with benchmark experiments are important to evaluate 
the accuracy of MC calculated results. The European 
Radiation Dosimetry Group (EURADOS) has been or-
ganizing dosimetric intercomparisons for many years. In 
2010 an intercomparison exercise was proposed by EU-
RADOS with the aim of comparing the results obtained 
when different MC code users apply different MC 
models to simulate a well characterized medical linear 
accelerator (linac), with models differing by MC code 
and other parameters, such as the initial electron beam 
parameters and voxel size. In this work, methods and 
results of this intercomparison exercise for six different 
participants are reported. The exercise has been focused 
on relative dose distributions in both a homogeneous 
water phantom and different heterogeneous phantoms 
for a nominal 12-MV photon beam. 
MATERIALS AND METHODS
Description of the exercise
The intercomparison exercise was carried out using 
the Laboratoire National Henri Becquerel (CEA, LIST, 
LNE-LNHB) accelerator facility, a Saturne 43 General 
Electric linear accelerator dedicated to establishing na-
tional references of absorbed dose to water for high-
energy photon and electron beams. This accelerator 
provides 6 MV, 12 MV and 20 MV photon fields [9]. 
Participants were asked to model the 12 MV photon 
beam of the Saturne 43 linac for a 10x10 cm² field size 
defined at 100 cm from the source.
Task 1: modelling of the linac head 
All relevant geometry and material data were provid-
ed to the participants. In order to provide a realistic sce-
nario, these data were typical of those usually available 
from linac manufacturers. Once the geometrical mod-
el of the linac head was generated, participants were 
asked to adjust the primary electron source parameters 
(energy distribution and electron spot size). To do so, 
participants were given experimental data measured at 
LNE-LNHB in a homogeneous 40x40x40 cm3 water 
phantom at a distance of 90 cm from the source on the 
beam axis. Those were a depth dose curve measured 
on the beam axis with a plane-parallel NACP-02 ion-
ization chamber (10 mm collecting electrode diameter) 
and a dose profile at 10 cm depth measured with a cy-
lindrical PTW 31002 ionization chamber (0.125 cm3).
The suggested procedure for adjusting the electron 
source parameters was the following: i) tuning of the 
energy: energy of the primary electrons is set according 
to the manufacturer specifications and then tuned until 
the calculated depth dose curve matches the measured 
one; ii) tuning of the electron spot size: with that ener-
gy, the electron spot size is changed until the calculated 
profile matches the measured one. For this task, partici-
pants were asked to provide the chosen electron source 
parameters, the spectral fluence distribution (calculat-
ed in air, 90 cm from the source on the beam axis), the 
calculated depth dose curve and dose profile as well as 
some relevant simulation parameters, such as photon 
and electron energy cutoff and voxel size. The ratio of 
the calculated absorbed dose at 10 cm to the number of 
primary electrons, used in task 2 for normalization, was 
also requested. Figure 1 shows a schematic view of the 
irradiation geometry.  
Task 2: calculations with heterogeneities
The second task was dedicated to the calculations of 
relative absorbed dose distributions in four heteroge-
neous phantoms using the model designed in the first 
task. Diagrams of these phantoms are reported in Figure 
2. They are made of tissue equivalent slabs (lung and/or 
bone) immersed in the water phantom used in task 1. 
Participants were given all data related to geometry and 
materials. They were asked to provide dose distribution 
at points for which measurements with a PTW 31002 
ionization chamber were available: depth dose curve 
upstream and downstream of the heterogeneity for 
phantoms A, B and C and dose profile at 22 cm and 25 
cm depth for phantom D. These dose distributions were 
to be normalized using the ratio “absorbed dose at 10 
cm/primary electron” calculated in task 1. Details about 
the heterogeneous phantoms and the corresponding 
measurements can be found in Blazy et al. [10]. 
Evaluation of participants’ results
As regards task 1, agreement between participants 
calculated and LNHB measured depth dose curves and 
Figure 1
Schematic view of the simulated irradiation geometry for 
Saturne 43 General Electric linear accelerator. The 10x10 cm2 
field size is defined at 100 cm from the source, 10 cm below the 
phantom surface. The diagram is not to scale.
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dose profiles in the water phantom were evaluated us-
ing the gamma index [11, 12]. The distance to agree-
ment criterion was set to 1 mm. The dose difference 
ΔD criterion was set to 1%: it refers to a global gamma 
index i.e. ΔD is a percent dose relative to a global nor-
malization point [13]. Here the normalization point is 
chosen to be the dose on the axis at 10 cm depth (which 
is also used for normalization of measurements and cal-
culations for task 2). As pointed out by Depuydt et al. 
[14], when using a gamma index evaluation in a dis-
crete environment, the sampling rate of the compared 
distributions (here calculations by participants) must 
be small with respect to the acceptance criteria. Thus, 
participants’ results were sampled using linear or poly-
nomial interpolation with a rate of 0.1 mm.
For task 2, gamma index 1% -1mm was calculated 
as stated above but k = 2 uncertainties were also tak-
en into account since, for some participants, the high 
statistical uncertainties on calculations could lead to a 
gamma index unjustly larger than one. Thus the pass-
ing rate when comparing measured and calculated dose 
distribution in the heterogeneous phantoms was de-
fined as the percentage of points that satisfied γ ≤ 1 or 
|Δ(measurements-MC)|≤U(Δ(measurements-MC), k = 
2). Note that uncertainties were not taken into account 
for task 1 since passing the gamma index 1% -1mm was 
an objective given to participants when adjusting elec-
tron source parameters.
RESULTS AND DISCUSSION
There were six responses to the exercise, coming 
from five countries. Three results were obtained using 
different versions of BEAMnrc codes [15]: BEAMnrc-
DOSXYZnrc version 4.2.3.1 and BEAMnrc version 4. 
The other three were obtained with GEANT4 (version 
9.2) [16], MCNPX (version 2.5) [17] and TRIPOLI 
(version 4.7) [18]. 
Task 1: modelling of the linac head
Electron source parameters
The parameter settings for the initial electron beam, 
as chosen by different participants, are shown in Table 
1. The first column indicates the identification code 
for each participant. The second column refers to the 
chosen electron energy distribution: the type of distri-
bution and the characteristic parameters are indicated. 
The last column lists the characteristic of the electron 
beam spot. As reported in Verhaegen et al. [19] and Fix 
et al. [20] the definition of parameters for the electron 
beam spot is an important aspect of the MC simula-
tion. In this case different parameter settings were cho-
sen by the participants, even for those using the same 
MC code.
Table 1
Electron source parameters chosen by participants
Participant 
ID
Electron energy 
distribution
Electron beam spot
#1 Gaussian − Mean: 12.3 
MeV
FWHM: 0.290 MeV
Circular homogenous
Diameter: 2 mm
#2 Gaussian −  Mean: 11.7 
MeV
FWHM: 1.17 MeV
Circular Gaussian
FWHM: 0.5 mm
0.5° divergence
#3 Monoenergetic
11.25 MeV
Point-like
#4 Gaussian − Mean: 12 
MeV
FWHM: N/A
Circular 
homogeneous
Diameter: 0.8 mm
#5 Gaussian − Mean: 11.4 
MeV
FWHM: 0.5 MeV
Circular Gaussian
FWHM: 1.7 mm
#6 Monoenergetic
11.5 MeV
Circular 
homogeneous
Diameter: 1.5 mm
Figure 2
Diagrams of four heterogeneous phantoms. Each water phantom includes tissue equivalent heterogeneities: a) lung-equivalent 
tissue slab (phantom A); b) bone-equivalent tissue slab (phantom B); c) bone-equivalent and lung-equivalent tissue slabs (phan-
tom C); d) two lung-equivalent tissue slabs (phantom D). The diagrams are not to scale.
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Spectral fluence and absorbed dose per primary electron
The reference values used for the normalization (i.e. 
the simulated absorbed dose in water at 10-cm depth 
per primary electron) and the mean energy calculated 
from photon spectral fluence are reported in table 2 for 
each participant. As regards the absorbed dose at 10 
cm depth per primary electron, the value for the partici-
pant #4 is about 100-times higher than the mean value 
obtained by others participants, whereas for the partici-
pant #3 the value is twice the mean value obtained by 
the participant #1, #2, #5 and #6. These discrepancies 
could not be explained using the limited data provided 
by the participants but this illustrates that using Monte 
Carlo methods for absolute dose calculation are com-
plex.
As regards the mean energy from photon spectral flu-
ence, most values are within 3.50 ± 0.05 MeV, with a 
higher value for participant #4. In Figure 3 the relative 
photon spectral fluence is reported as a function of the 
energy, with thicker sections of the curve indicating a 
larger spread of values among participants.
Depth dose curves and dose profiles in the water phantom
Relative statistical uncertainties associated with 
depth dose curve and dose profiles calculated in water 
are reported in Table 3 (columns 2 and 3). They show 
differences depending on the voxel sizes and on the 
number of histories considered for the simulation by 
the different participants. The relative uncertainty as-
sociated to measurements is 0.7% (k = 2).
The 1%-1mm gamma index values for depth dose 
curve and dose profiles are summarized in table 4 
(columns 2 and 3). In Figure 4 the depth-dose and the 
dose-profile curves are reported for the three partici-
pants (#1, #3 and #4) with a non-perfect passing rate 
of gamma index values. As for depth dose curves, all 
disagreements between measurements and calculations 
occur in the build-up area. This is not a surprise since 
in this region, accurate ion chamber measurements are 
difficult to make and calculations are very sensitive to 
the energy of the electron source [21, 22]. As regards 
dose profiles, disagreements occur mostly in the pen-
umbra region and in the lateral “horn” area of the pro-
file. This could be explained by the influence of both 
the mean energy of primary electrons and the electron 
spot size [21].
Task 2: calculations with heterogeneities
An overview of the results regarding the calculations 
with heterogeneities is shown in table 4 using the evalu-
Table 2
Reference value used for normalization and mean energy cal-
culated from photon spectral fluence
Participant
ID
Absorbed dose in 
water at 10 cm depth 
per primary electron
(Gy/electron)
Mean energy from 
spectral fluence
(MeV)
#1 3.433E-16 3.52
#2 3.440E-16 3.54
#3 6.690E-16 3.47
#4 3.757E-14 3.64
#5 3.096E-16 3.46
#6 3.495E-16 3.43
Figure 3
Range between minimal and maximal value obtained by all 
participants for spectral photon fluence.
Table 3
Relative statistical uncertainty associated to submitted results
Participant
ID
Statistical uncertainty (%) given by participants (k = 2)
Depth dose curve 
in watera
Dose profile at 10 
cm in waterb
Depth dose curve in phantoms  
A, B, C (lung, bone, bone and lung)c
Dose profile at 
22 and 25 cm in 
phantom Db,d
#1 0.06 to 0.10 0.07 to 0.5 0.04 to 0.1 0.08 to 0.3
#2 0.3 1.1 to 5.3 0.4 to 0.6 0.4 to 1.9
#3 0.7 to 1.1 0.8 to 4.9 1.0 to 1.7 1.8 to 7.7
#4 0.8 to 1.1 0.9 to 5.4 1.4 to 2.3 1.5 to 3.1
#5 0.5 to 2.3 0.5 to 2.3 0.4 to 2.1 0.8 to 3.2
#6 0.4 to 0.8 1.0 to 5.8 0.7 to 0.9 1.0 to 3.5
a Uncertainty increases at greater depth and in the build-up region.
b Uncertainty increases when moving away from central axis.
c Uncertainties were similar for these three cases for all participant.
d Uncertainties similar at 22 or 25cm depth.
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ation method presented in section 2.2. k = 2 relative 
uncertainties on the calculations are found in Table 3. 
The relative uncertainty associated to measurements is 
0.7% (k = 2). Two questions can be asked looking at 
those results: 1) if the modelling of the linac and choice 
of electron source are correct in task 1, are the calcu-
lations in the presence of heterogeneities necessarily 
accurate? 2) as regards imprecise models designed in 
task 1, is there a propagation of the disagreements seen 
in the water phantom to the heterogeneous phantoms 
or what is the importance of the linac modelling and 
choice of electron source parameters?
Does a correct model lead to accurate calculations in pres-
ence of heterogeneities?
For participants #2 and #6 that had a 100% passing 
rate in the water phantom for depth dose curve and dose 
profile, it seems that a good model implies accurate cal-
culations in presence of heterogeneities (passing rate 
superior to 85% except for participant #2-phantom B).
However, this is not the case for participant #5 for 
whom, in spite of a perfect agreement with measure-
ments in the water phantom, the passing rate in the 
presence of heterogeneities lies between 58 and 75 %. 
These low pass rates are due to an overestimation of 
dose before and after heterogeneities (Figure 5). The 
most probable explanation for such overestimation is 
due to the use of the same thickness of phantom en-
trance window as in task 1. In fact, during the final in-
ternal review of this paper, participant #5 discovered to 
have not used for Task 2 the correct geometrical param-
eter for the phantom. Participant #5 repeated, with the 
correct geometrical parameter, one of the Task-2 simula-
tions obtaining a better agreement with measurements. 
Figure 4
Depth dose curves and dose profiles (participants calculations (X) and measurements (-) data) and corresponding gamma index 
(•) (1%/1mm) for participants with non-perfect gamma index passing rate.
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Importance of the linac modelling and electron source pa-
rameters choice
It seems quite evident that inaccurate modelling of 
the linac head or inadequate choice of electron source 
parameters can lead to disagreements between mea-
surements and calculations in the presence of hetero-
geneities.
Firstly, electron source parameters chosen by partici-
pants are crucial for simulation of their effects in the 
build-up zones. This is well illustrated by the example 
of participant #1 for which underestimation of the dose 
in the build-up area in task 1 is present for phantoms 
A, B and C (see for example Figure 6 for phantom 
A). It is worth mentioning that regardless of the par-
ticipant, all disagreements between measurements and 
calculations for phantom A, B and C are located in the 
build-up zones. 
The importance of electron source parameters can 
Table 4
1% -1mm gamma index passing rate when comparing participant calculated dose distribution and LNHB measurements for depth 
dose curve and dose profile in water and heterogeneous phantoms
Participant
ID
Passing rate
1% -1mm global gamma index
Passing rate (combination of 1% -1mm global gamma 
index and k = 2 uncertainties)
Depth dose curve 
in water (%)
Dose profile in 
water 
(%)
Phantom A  
(%)
Phantom B  
(%)
Phantom C  
(%)
Phantom D* 
(%)
#1 87 91 56 78 72 95, 99
#2 100 100 86 95 100 99, 78
#3 94 78 86 75 89 52, 66
#4 98 91 92 90 83 78, 70
#5 100 100 61 58 75 72, 67 
#6 100 100 100 100 88 95, 94
*Data are referred to profiles in the phantom at depth of 22 cm (left values) and 25 cm (right values). 
Figure 5
Depth dose curve and dose profile (participants calculations (X) and measurements (-) data) and corresponding gamma index (•) 
(1%/1mm) for participant #5 (phantom A and phantom D at 22 cm depth).
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also be seen in the case of participant #3 for phantom 
D (two lung phantom). Indeed the disagreement be-
tween measurements and calculations encountered for 
the penumbra and horn areas of the dose profile in the 
water phantom can be found in the dose profiles calcu-
lated downstream of the lung heterogeneity (Figure 7).
CONCLUSIONS 
The results of this intercomparison exercise clearly 
show that there are different approaches for the deter-
mination of the initial electron beam characteristics, i.e. 
different geometrical model of the beam and different 
description of the electron source energy (even when 
using the same Monte Carlo code). Moreover, the re-
sults of dose distribution calculations in the presence 
of heterogeneities confirm the importance of electron 
source parameter choices: an inadequate model estab-
lished using measurements in a water phantom inevi-
tably leads to disagreements between calculations and 
measurements when adding heterogeneities. For ex-
ample, discrepancies observed in the build-up area of 
the depth dose curve in the water phantom can lead 
to discrepancies at the boundaries between water and 
lung. On the other hand, a correct modelling of the 
linac head and electron source does not assure accurate 
calculations in presence of heterogeneities. The aim of 
this exercise was to help MC users to develop the skills 
needed to build and calibrate a MC simulation and per-
form a dosimetric analysis for a clinical linear accelera-
tor, and to understand how well such calculations are 
likely to be performed in practice. Moreover, the op-
portunity to have a real dosimetric data set, including 
dosimetric data for different water phantoms with het-
erogeneities (bone and lung), and a full description of a 
linear accelerator, represents an opportunity for all the 
MC users to validate their code and their implementa-
tion of that code. All the data necessary to realize this 
exercise can be requested directly from the correspond-
ing author. 
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